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Ionospheric routine observation at Syowa station, Antarctica has been operating more than fifty years. The dataset of 
ionospheric observation obtained at Syowa station is quite valuable for studying the long-term variations of ionosphere, and 
the relationship among the ionosphere, lower atmosphere, and solar activity. We have been operating single pulse type 
ionosonde (current version: 10C). To minimize the resources and effective operation for continuing our observation as regular 
survices, we will introduce new type of ionosonde (FMCW) within this eight-th plan of Antarctic research. We are operating 
FMCW-type ionosonde and 10C-type ionosonde simultaneously for comparison for a few years. To this time, we try to 
compare the quality of both data by using manual-scaling ionospheric parameters. We used to analyze parameters of foF2, 








用いて相互の値を比較することで特性の調査を行っている。2011 年 1 月、7月、10 月の両方式のイオノゾンデ観
測データに関して、1人のオペレータに手動読み取りを実施してもらい、読取値のうち、foF2, foEs, h’F, fmin
の 4 パラメータについて比較を行った。その結果、以下のことが明らかとなった。 
１）foF2 及び h’Fについては、両方式から読み取った値は良い対応を示している。 
２）fmin については、FMCW 方式が低い値を示す傾向が見られる。 
３）foEs については、概ね一致している分布がある一方で、Solstice の観測において、FMCW 方式が時折高い値を
示す場合が見られる。一方、Equinox の観測においてはそのような傾向はあまり見られていない。 
fmin については、FMCW 型の測定周波数の下限が 10C 型よりも低い（FMCW 型：0.5MHz、10C 型：1MHz）ことによる
ものであると考えられる。一方、foEs については FMCW 型のイオノゾンデの方が 10C 型よりも弱いエコーまで検出
できていることによると考えられ、総合的には FMCW 型の方が 10C 型よりも感度が高いことを示唆している。 
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